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इस भाग में भिन्न पृष्ठ संख्या दी जाती है जिससे कि यह अलग संकलन के रूप में रखा जा सके । 
Separate paging is given to this part in order that it may bo illed 

as a separate compilation . 
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MINISTRY OF COMMERCE 


NOTIFICATIONS 

New Delhi, the 19th July 1966 
S . O . 2153 .-- In exercise of the powers conferred by Section 6 of thc Export 
( Quality Control and Inspection ) Act, 1963 (22 of 1963) , and after previous pub 
lication as required by rule 11 of the Export (Quality Control and Inspection ) 
Rules , 1964 , the Central Government hereby 
( 1 ) notifles that the rubber gloves mentioned in annexure I to this noti 

fication shall be subject to inspection prior to cxport; 
( 2 ) specifies the type of inspection in accordance with the Export of Rubber 

Gloves ( Inspection ) Rules , 1986 as the type of inspertion which 
would be applied to such rubber gloves ; 


( 3 ) recognises the specifications as specified in Annexure Il to this notifica 

tion as the standard specifications for the rubber gloves ; 
( 4 ) prohibits the cxport, in the course of international trade of any of the 

aforesaid rubber gloves unless the same is accompanied by a certifi 
cate issued by an agency recognised by the Central Government 
under Section 7 of the Export (Qualfty Control and Inspection ) Act . 
1963 ( 22 of 1963 ) , to the cffect that the rubber gloves are export 
worthy . 


2 . Nothing in this notification shall apply to the cxport hy land , sca or gir of 
samples of rubber gloves to prospective buyers . 
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3 . In this notification , rubbe: gloves shall mean yloves of cither category 
specified in Annexure I to this notification made from compoundcc vulcanized 
rubher for use in Surgical work or for protection against common industrial 
hazards. 
4 . This notification shall come into force on the 1st August, 1966 . 

ANNEXURE I 
1 . Rubber Surgical Gloves . 
3 . Rubher Industrial Gloves. 

ANNEXURE II 
1. Specifications for Rubber Surgical Gloves. 
1. Requirements: 

1. 1. The size, shape and thickness of the gloves shall be as agreed to between 
the buyer and the seller . 

1. 2 . The rubber of the gloves shall have tensile strength and elongation at 
break not less than 140 kg / cm and 600 per cent respectlvely . 

1. 3 . After six successive heat treatments under steam pressure of 1. 05 kg / cm2 
( 115° - 120° C ) for twenty minutes duration with twenty minutes interval 
between cach successive treatment, and after cooling the sample to room tempera 
turc for twenty four hours , the rubber of the gloves shall have tonsile strength 
and clongation at break not less than 100 kg / cm2 and 500 per cent respectively . 

2 . Specification for Rubber Industrial Gloves. 
1 . Requirements : 

1.1. The size, shane and thickness of the gloves shall hc as agrced to between 
the buyer and the seller . 

2 . Thr rubber of the moves shall have tensile strength and elongation at break 
not less than 105 kg / cm2 and 650 per cent respectively . 

1. 3 . After ageing at a temperature of 70° C + 1°C for a perind of 96 hours , 
the tensile strength and the elongation at brcak shall be not less than 70 kg / cm 
and 480 per cent, respectively . 

No. 60 ( 139 ) Exp . Insp / 66 . 1 
S . O . 3154. — I m cxcrcise of the powers conferred by section 17 of the Export 
( Quality Control and Inspection ) Act, 1963 ( 22 of 1963 ) , the Central Government 
hereby makes the following rules , namely : - 

1 . Short title and commencement. - ( 1 ) These rules may be called the Export 
of Rubber Gloves (Inspection ) Rules, 1966 . 

( 2 ) They shall come into force on the 1st August, 1966. 

2 . Definition . In these rules rubber gloves mean gloves oť either category 
specified in the Schedule to these rules made from compounded vilnanized rubher 
for use in surgical work or for protection against cominon Industrial hazards. 

3 , Basis of Inspection . - Inspection of rubber gloves shall be carried out with 
A víry to seeing that the rubber gloves ronform to the specifications recognised 
hy the Central Government under section 6 of the Export ( Quality Control and 
Inspection ) Act, 1963 ( 22 of 1963 ) , or any other specificationis stipulated in the 
export contract or the sample approved hv the buyer as declared by the cxporter , 
as the case may be. 

4 . Procedure of Inspection. - ( 1 ) An exporter intending to export rubher gloves 
shall give intimation in writing of his intention so to do and submit yonn with 
such intimation a declaration of the spcrilications, stipulated in the montract , re 
Tating to such export to any one of the insnection agencies ( ercinafter referred 
to as the Agency ) recognised under section 7 of the Export (Quality Control and 
Inspection ) Art, 1963 (22 of 1963 ) , to enable it to carry out the inspection in 
accordance with rule 3 . 

( 2 ) In case the specifications stipulated in the export contract are in the form 
of a sample approved by the buver, the exporter shall submit accordingly a de 
claration along with thc ipproved sample and its characteristics to the Agency . 
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( 3 ) Every jntimation and declaration under sub - 111 ] ( 1 ) or the sample de 
clared under suh - rule ( 2 ) shall be given not less than seven days before the 
p»xpected date of shipment. 


( 4 ) On receipt of the intimation and declaration finder suh - rule 3 ) , the 
Agency shall inspect the consignment of rubber gloves with 4 view to secing that 
the same ronforms to the specifications recognised under seciion 6 of the Export 
( Qua ity Control and Inspection ) Act , 1963 or , us the city may be , any other 
specifications stipulated in the export contract or the approved semple . 


( 5 ) If after inspection the Agency is satisfied that the consignment of rubber 
gloves to be exported complics with the requirements of rule 3 , it shall within 
seven days of the receipt of intimation and declaration under sub - rule ( 3 ) , issue 
a certificate to the exporter declaring the consignment lo be expurt -worthy , 


.). Place of inspection . - Every inspection unilor these rules shall be carried out 
either 

( a ) at the premises of the manufacturer of such products, or 


( b ) at the premises at which the goods are offered by the exporter provid 

ed adequate facilities for the purpose exist therein , 


6 . Inspection fee ,- Subject to a minimum of Rs. 25 for each consignment a 
fee at the rate of twenty paise for every one hundred rupeus of f.o .b . value of 
cach consignment shall be paid as inspection fec under these rules . 


7 . Appeal. - ( 1 ) Any person aggrieved by the refusal of the Agency to issue 
a certificate under sub - rule ( 5 ) of rule 4 may within ten days of reccipt of com 
munication of such refusal by hii , profer an appeal to a panel of experts con 
sisting of not less than three persons appointed for the purpose hy the Central 
Government. 

( 2 ) The decislon of the panel on such appeal shall be final, 


THE SCHEDULE 


(See rule 2 ) 


1. Rubber Surgical Gloves . 
2 . Rubber Industrial Glovey . 


( No. 60 ( 139 )Exp . Insp / 66 . ] 


S . O . 2155. - In exercise of the powers conferred by section 7 of the Export 
(Quality Control and Inspection ) Act , 1963 ( 22 of 1963 ) , the Central Gove nment 
herehy recognises the organisations mentionert in Schedule I annexed hereto as 
the agencies for the inspection of the rubber gloves specified in Schedule II annex 
ed hcrelo , prior to their export , subject to the condition that every such organisa 
tion shall give adequate facilities to an officer of the Export Inspection Council. 
duly autho ised by the Council. to examine the method uf inspection followed by 
that organisation in granting the certificate under sub - ixile ( 5 ) of rule 4 of the 
Export of Rubber Gloves ( Inspection ) Rules , 1966 . 


SCHEDULE I 
1. Italab Private Ltd ., Meher House , 15 Cawasji Patel Street, Bombay -1. 
2. Superintendence Co., of India ( Privat ) Ltd ., 31, 32 , 33 C .I. T . Road, 

Entally , Calcutta - 14 . 
3. Therapeutics Chemical Research Corporation , 95 Morland Road , Byculla , 

Bombay - 8 . 
4 . Inspection and Testing Co ., ( India ) Private Lid ., 24 Chitturanjan Avenue, 

Calcutta - 12. 
8 . Essen and Company , 550 Eighth Main Road (Opp . St. Peters Seminary ) , 

Bangalore - 12 . 
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6 . M / s. Mitra S . K . Private Ltd ., 6 Mission Row , Calcutta - 1 . 
7. M / s. R . V . Briggs and Co., ( Private ) Ltd ., 9 Bentinck Street, Calcutia - 1 . 
8 . General Superintendence Co , ( India ) Private Lid ., Sorab Mansion 35 
Murzbarı Road , P . O . Box No. 508 , Bombay - 1. . 

SCITEDULE II 
1. Rubber Surgica ) GIOVES. 
9 Rubber Industrial Gloves , 

1.No. 60 ( 139 ) Exp. Insp / 10 .] 
A . C . BANERJEE , Jt. Socy , 
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